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326 N95 Horizontal fold flat particulate respirator 
THIS RESPIRATOR IS APPROVED ONLY IN THE FOLLOWING CONFIGURATIONS: 


N95 - Particulate Filter (95% filter efficiency level) effective against 
particulate aerosols free of oil; time use restrictions may apply 


A - Not for use in atmospheres containing less than 19.5% Oxygen. 

B - Not for use in atmospheres immediately dangerous to life or health. 

C - Do not exceed maximum use concentrations established by regulatory standards. 

J - Failure to properly use and maintain this product could result in injury or death. 

M - All approved respirators shall be selected, fitted, used, and maintained in accordance with 
MSHA, OSHA and other applicable regulations. 

N - Never substitute, modify, add, or omit parts. Use only exact replacement parts in the 
configuration as specific by manufacturer. 

- Refer to user’s instructions, and/or maintenance manuals for information on use and 
maintenance of these respirators. 

I P - NIOSH does not evaluate respirators for use as surgical masks. 


o do so may reduce the efficiency 



WARNING 

NIOSH APPROVED: N95 95°/o filtration efficiency 
against solid and liquid aerosols that do not contain 

oil. This respirator helps protect against certain particulate 
contaminants but does not eliminate exposure to or 
the risk of contacting disease or infection. 

MISUSE MAY RESULT IN SICKNESS OR DEATH. 


IMPORTANT NOTICE TO PURCHASER: 

The following warranty is made in lieu of all other warranties expressed or implied, 
including but not limited to, the implied warranties of merchantability and fitness for 
purpose. Manufacturer warrants this product to be free from defect. Manufacturer's only 
obligation shall be, at our option, to replace any portion providing defective or to refund 
the purchase price thereof. User shall determine the suitability of the product for his 
intended use, and assume all risks and liability in connection therewith. 


H: 230mm 





